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We have established reliable 3D MCTS system and used it to 
show proof-of-principle for identification of more efficacious 
promising treatment [1]. In order to test these strategies, 
clinically relevant tumor models are essential. In our lab we 
have set up orthotopic glioma [2] and NSCLC models in mice. 
Injection of tumor cells into the organ of origin allows for 
organotypical interaction between the tumor cells and the 
surrounding stroma. Such models replicate human disease 
with high fidelity and are highly suitable for evaluation of 
therapy response.  
Tumors were monitored using cone beam computed 
tomography (microCBCT) imaging using a small animal micro-
irradiator (SmART) and microCBCT was correlated with 
bioluminescence (BLI), to detect the tumor as early as 
possible and follow-up tumor growth. In addition to tumor 
growth monitoring, data on the implementation and of a 
small animal irradiation treatment planning software 
(SmART-Plan) in these orthotopic models will be presented. 
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Monte   Carlo   simulations   play   a key role in research and 
development of positron emission tomography devices as it 
provides a flexible method to evaluate alternative prototypes 
and scenarios, minimizing both the development cost and 
time. 
In this work we present a new PET-dedicated Monte Carlo 
tool based on FLUKA [1, 2].  This latter is a multi-purpose 
particle physics code for calculations of particle transport 
and interaction with matter. It is used in a wide range of 
applications in high energy experimental physics and 
engineering including accelerator driven systems, shielding, 
detector or target design, neutrino physics, dosimetry, 
activation and medical physics etc. 
The new tool has been implemented on FLAIR [3, 4] the GUI 
of FLUKA which makes it is an easy-to-use application 
allowing comprehensive simulations of PET systems within 
FLUKA. 
The developed tools include a PET scanner geometry builder 
and a dedicated scoring routine for coincident event 
determination. The geometry builder allows efficient 
construction of PET scanners with nearly arbitrary 
parameters. We also present recent medically-oriented 
developments for FLAIR, which allows to import DICOM files 
and convert them into FLUKA voxel geometry or into a 
density map of radioactive isotopes, which could be 
employed as a source in a convenient way. The coincidence 
events from the scoring can be saved in standard output 
formats, including list mode and binary sinograms. Such 
coincidence events can be further 2D- or 3D-reconstructed 
using Filtered back-projection (FBP) or Maximum Likelihood 
Expectation Maximization (MLEM) algorithms [5]. In the MLEM 
method, the user can specify the size of the voxel as well as 
the size of the reconstructed image. Another source of 
flexibility is the possibility of adding new functionalities: a 
user can write a Python, C++ and FORTRAN routine and add it 
to FLAIR. 
The objective of this work is to validate the FLUKA 
simulations of a Preclinical PET Focus 220 scanner [6]. FLUKA 
results are compared to experimental data obtained 
according to the National Electrical Manufacturers 
Association (NEMA) NU2-2008 standards [7]. A detailed 
implementation of the geometrical and functional models of 
the scanners and the NEMA phantoms was conducted, 
allowing the evaluation of the simulated absolute sensitivity, 
spatial resolution and count rates. In order to evaluate the 
image quality, a cylindrical phantom with four 1 cm diameter 
inserts was used to measure the contrast recovering. Good 
agreement was found between the simulated results and the 
measured data. This validation study represents an important 
step towards the use of FLUKA as an aid for the optimization 
of the current acquisition protocols and the validation of 
reconstruction and data correction techniques. 
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Purpose: The estimation of the distribution patterns of 
energy and dose in respiratory-induced organ motion 
represents a technical challenge for hadron therapy 
treatment planning, notably in the case of lung cancer in 
which many difficulties arose, like tissue densities variation 
and the tumor position shifting during breathing. This study 
focuses on the comparison between deformable tetrahedral 
meshes and voxel-based structures used as computational 
phantoms in four-dimensional dose calculations. The former 
use a continuous representation of tissue densities by 
respecting mass conservation principle, while the latter is a 
discrete grid of density values (CT-scan).  
Methods: The movement used to simulate breathing is 
generated with deformable image registration (DIR) of CT 
images (Castillo, 2010) (Klein, 2010) (Shamonin, 2013). Tissue 
tracking for tetrahedral model is implicitly performed by the 
fact that the meshes maintain their topology during 
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deformations. The dose distribution is calculated using the 
time-dependent tetrahedral density map issued from 4D-CT 
scans (Petru Manescu, 2014). Unlike image-based methods, 
the deposited energy is accumulated inside each deforming 
tetrahedron of the meshes. An implementation of this dose 
computation method on a deformable anatomy in the case of 
a passive scattering beam line is demonstrated using the 
Geant4 code (Agostinelli, 2003). Besides, energy values in 
voxel-based structures are calculated for each time step and 
accumulated using the transformations provided by the 
registration. Then, values are accumulated back onto the 
reference image and divided by the mass to obtain the 4D 
dose map. Figure 1 illustrates the process used to accumulate 
dose in respiratory-induced simulations.  
 
 
 
 
 
Results: The tetrahedral mesh dose distribution was 
compared to the conventional voxel-based structure using a 
thoracic 4D-CT data of a patient case. Preliminary results 
show that dose distributions for both representations are in a 
good agreement (figure 2), and dose homogeneity is about 
the same (table1). However, motion-induced dose 
accumulations are more intuitive using a tetrahedral model 
since they do not introduce additional uncertainties with 
image resampling and interpolation methods, and also for the 
fact that they respect mass conservation principle. 
 
Conclusion: We have developed a 4D tetrahedral model for 
Monte Carlo dose calculations alongside its implementation 
on the Geant4 platform. Results of comparison with 
conventional methods based on voxels have shown that dose 
distributions are in good agreement. This novel structure can 
be of a great aid for treatment planning of moving targets. 
An experimental validation based on 4D anthropomorphic 
phantom (e.g.  LuCa phantom developed in paul scherrer 
institute) (Neihart, 2013) would draw a clear conclusion 
regarding the performance of the presented method in 
comparison with the classical methods. Nevertheless, the 
main advantage of this method is that, coupled with a 
patient-specific biomechanical model, it could be used in the 
future to correct motion artefacts in treatment planning. 
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Particle Therapy (PT) exploits accelerated charged ions, 
typically protons or carbon ions, for cancer treatments. In PT 
a better dose release accuracy is achieved with respect to 
the conventional radiotherapy, as a consequence of the 
nature of energy deposition processes of charged ions, that 
lose most of their energy near the end of their range, in the 
Bragg Peak (BP) region, preserving healthy tissues and Organ 
At Risk (OAR) around tumor. The high cancer cells killing 
power of this technique requires a precise control of the ion 
beam delivery, and hence target voxel, to take into account 
a possible patient mis-positioning or biological or anatomical 
changes. The development of an on-line dose conformity 
monitoring device is of paramount importance to assure an 
high quality control accuracy in PT treatments. 
In this contribution we propose a novel detector named 
“Dose Profiler” (DP) tailored for dose range monitoring 
applications in PT. The beam range inside the patient will be 
monitored detecting secondary fragments, whose emission is 
correlated to dose release, at large angles with respect to 
the beam direction. The DP is being developed in the 
framework of the INSIDE (Innovative Solutions for In-beam 
Dosimetry in Hadrontherapy) project,   and will be tested at 
CNAO (Centro Nazionale Adroterapia Oncologica), Pavia (IT). 
The detector layout foresee a tracker followed by a 
calorimeter (as shown in Figure 1). Six layers of square 
scintillating fibers, whose light is collected by Silicon 
PhotoMultipliers (SiPMs), provides the x,y particles positions 
used for the charged particles backtracking, while a matrix of 
Figure.2: 4D Dose distributions. Left: accumulated dose 
in tetrahedral mesh. Right: accumulated dose in CT data 
for all phases. Table 1: Evaluation of dose distribution on 
tumor volume. Dmin, Dmax, Dmean are respectively the 
minimum, the maximum and the mean dose deposited. 
Hi (Homogeneity index).  
 
Figure 1. Flow chart of 4D dose accumulation in 
respiratory motion-induced simulation 
